1. INTRODUCTION
===============

Cryoablation has become increasingly popular as a primary treatment for small tumors in multiple clinical applications, including treatment of renal lesions \[[@R1]-[@R3]\]. While partial excision remains a commonly used technique, minimally invasive laparoscopic cryoablation and percutaneous cryoablation, in general, have gained popularity as an alternative to open surgery \[[@R4]\]. Advances in imaging technologies have provided real-time imaging of surgical sites and contributed to the efficacy of the cryoablation as a treatment technique \[[@R1]\]. Treatment of tumors *via* cryosurgery has been shown to be effective within a variety of tissue types, including treatment of tumors in kidney, liver, prostate, and lung tissue \[[@R5]-[@R10]\]. Treatment of renal cancer using cryoablation has been successful, and clinical follow-up data indicates that cryoablation of renal neoplasms can be effective and lead to long term patient survival \[[@R4], [@R11]\]. In order to cause complete cell death, sufficiently low ablation temperatures must be achieved. While a complete consensus regarding the *in vivo* temperatures necessary to cause complete cell death in renal tissue has not been reached, lethal temperatures for various tissues have been reported between -20 °C and -40 °C \[[@R12], [@R13]\]. Furthermore, -20 °C has been shown to destroy renal tissue in both *in vivo* and *in vitro* conditions \[[@R4], [@R14]\]. Consequently, larger tumors can be ablated using a probe which can produce a larger lethal zone, and the size of the lethal zone produced by a probe is indicative of the freezing power of that probe. In clinical practice, the use of multiple probes to ablate a single tumor may be required if the size of the lethal zone is not sufficient to fully ablate the target tumor. The purpose of this study was to compare isotherm size differences in gelatin compared between probe manufacturers, input gas pressure, and freezing methodology.

2. MATERIALS AND METHODS
========================

Two device designs of different sizes from each of two different manufacturers, identified as Manufacturer A and Manufacturer B, were tested. Device sizes were selected for relevant comparison between manufacturers. Probe designs designated as 1.7 mm and a 2.4 mm diameters were tested from Manufacturer A, while the Manufacturer B probe diameters tested were 17G (1.47 mm) and 2.4 mm. All testing was conducted in a gelatin medium (Type B, Lot: J44591, J.T. Baker) contained in a 2000 mL glass beaker and maintained at 20 ± 1 °C prior to testing. For each test, the probe was inserted into the gelatin to a nominal depth of 115 mm and the appropriate freeze procedure was conducted. For single freeze tests, a single ten minute freeze at an operating pressure of 3200 psi was conducted. For multiple freeze tests, an initial ten minute freeze was conducted, followed by a five minute passive thaw, followed by another ten minute freeze. During both freeze steps, the probe was actively cooled for ten minutes by Argon gas at a pressure of 3000 psi, 3200 psi, or 3450 psi, and active cooling of the system was disabled during the passive thaw steps. Operating pressures were selected based on manufacturer specifications and common ranges used during clinical procedures \[[@R15]\].

For each test condition, the size of the 0 °C isotherm was determined by directly measuring the height and diameter of the frozen gelatin using Vernier calipers (Series 500, Mitutoyo, Kawasaki, Japan). For the -20 °C and -40 °C isotherm size measurements, type T thermocouples (Omega Engineering) were placed along the length of the probe and at fixed distances from the probe along the location of maximum isotherm diameter. The location of each thermocouple tip was recorded prior to the freeze cycles, and the temperature at the end of the second freeze cycle was recorded. Thermocouple placements were adjusted until the temperature at the end of the second freeze cycle was measured to be within ±1 °C of the -20 °C or -40 °C isotherm. The upper, lower, and outer location of each isotherm was defined by the measured location of the thermocouple tip during the final reading. For each test group, three samples of each probe type were fully characterized for 0 °C, -20 °C, and -40 °C isotherm sizes. The experimental setup implemented for testing is shown in Fig. **([1](#F1){ref-type="fig"})**, and a summary of sample sizes for all test groups is provided in Table **[1](#T1){ref-type="table"}**.

The resulting isotherm diameters and heights were evaluated using an equal variance student's t-test to determine the statistical significance between test groups. Differences between manufacturers, operating pressures, and freeze processes were compared between relevant test groups. JMP 9.0 (SAS Institute, Cary, NC) was used for the statistical analysis and a p-value \<0.05 was used to indicate statically significant differences between test groups.

3. RESULTS
==========

Average isotherm diameters and heights for all testing are provided in Tables **[2](#T2){ref-type="table"}**, **[3](#T3){ref-type="table"}**, respectively. A summary of the statistical analyses comparing isotherm dimensions between manufacturer, operating pressure, and freeze procedure is provided in Tables **[3](#T3){ref-type="table"}**, **[4](#T4){ref-type="table"}** and **[6](#T6){ref-type="table"}**, respectively.

3.1. Manufacturer Comparison
----------------------------

The comparisons of isotherm sizes for the smaller and larger sized probes shown in Figs. **([2](#F2){ref-type="fig"})**. and **([3](#F3){ref-type="fig"})**., respectively, show that Manufacturer A probes produced longer and wider isotherms at all three isotherm temperatures (0 °C, -20 °C, and -40 °C) relative to Manufacturer B. This trend was consistent across all operating pressures and freeze procedures, and the observed differences in size were found to be statistically significant for all test cases excluding the comparison of the -40 °C isotherms generated from multiple freeze processes at 3000 psi.

3.2. Freeze Method Comparison
-----------------------------

As shown in Tables **[4](#F4){ref-type="fig"}** and **[5](#F5){ref-type="fig"}**, the multiple freeze method produces larger isotherms than the single freeze method for all conditions excluding the height comparison of the -20 °C isotherm from Manufacturer B's 2.4 mm probe. Overall, changing the freeze method appears to produce more statistically significant differences in isotherm size for smaller probes than for larger probes, with a total of eleven out of twelve comparisons of height and diameter between methods being significant. Comparisons between larger probe sizes showed fewer statistically significant differences than those between smaller probes, and Manufacturer B showed fewer significant differences than Manufacturer A.

3.3. Operating Pressure Comparison
----------------------------------

Comparisons of isotherm sizes between operating pressures indicate that a consistent, significant correlation between isotherm size and operating pressure does not exist across the two manufacturers and for all isotherms. The most consistent trend when comparing results from the pressure conditions is that the 3450 psi condition resulted in a significantly larger 0 °C isotherm than the 3000 psi condition for all manufacturers and probe sizes, excluding the height of the 2.4 mm Manufacturer A probe. Test results from the 1.47 mm Manufacturer B probes show a positive correlation between operating pressure and isotherm size which is consistent and statistically significant for all comparisons between pressures excluding that comparison between 3200 and 3450 psi. Most of the 1.7 mm Manufacturer B probe results comparisons between pressures are also statistically significant, however, isotherm diameters and heights were observed to be smaller for the 3200 psi condition as compared to the 3000 psi condition, which contradicts the trend observed in the other comparisons. Results from Manufacturer A tests show a similar inconsistency when comparing all isotherm heights between pressures from the 2.4 mm probe design, with the 3200 psi condition producing smaller isotherms than the 3000 psi condition. As can be observed from Table **[6](#T6){ref-type="table"}**, statistically significant differences between pressures were more prevalent for the Manufacturer B probes, whereas changes in operating pressure within a clinical operating range for Manufacturer A probes did not result in differences which were deemed to be statistically significant, overall.

4. DISCUSSION
=============

The size of isotherms generated during cryoablation requires physicians to carefully consider the selection of probes used to treat tumors. Industry practices for quantifying the size of isotherms in gelatin have been developed \[[@R16]\], but *ex vivo* and *in vivo* results have not been directly correlated to *in vitro* results. Despite the need to further develop *in vitro* techniques to accurately predict clinical performance, *in vitro* studies can still provide useful data when comparing device capabilities. Results of the testing conducted indicate that when considering variations in manufacturer, operating pressure, and freeze method, probe manufacturer may have the most consistent effect on the size of the isotherm. Statistically significant differences in isotherm height and diameter as a result of probe manufacturer were generated for all but one experimental comparison between manufacturers. Multiple freezes did result in larger isotherms in nearly all cases as opposed to single freezes, but these size differences were only significant in certain cases, seemingly more so for smaller probes. Differences in isotherm sizes due to operating pressure were the most prevalent between the highest (3450 psi) and lowest (3000 psi) operating pressures, but comparisons between 3000 psi and 3200 psi were inconsistent with other statistically significant trends. This could indicate that a correlation between isotherm size and operating pressure exists, but is less apparent within the standard range of clinical operating pressures used in this study \[[@R15]\].

CONCLUSION
==========

The results of this study provide additional understanding of how equipment selection and surgical parameters may affect the size of kill zones. These results support the conclusion that similarly sized probes from two different manufacturers can significantly affect the resulting isotherms created during a procedure. This study also indicates that it may not be clinically feasible to generate kill zones of vastly different sizes only by modifying the probe operating pressure or freeze method. Instead, the use of a probe from a different manufacturer may be more effective if a different size zone is required. Furthermore, this study highlights the importance for manufacturers and clinicians alike to fully understand the size of thermal kill zones for each manufacturer case, and realize that implementation of the same sized probe from a different manufacturer could produce significantly different clinical results.
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###### 

Summary of test parameters and sample sizes for all test groups.

                                        **Manufacturer A**   **Manufacturer B**         
  -------------------------- ---------- -------------------- -------------------- ----- -----
  **F (10) ^+^**             **3200**   n=3                  n=3                  n=3   n=3
  **F-T-F (10-5-10)** ^++^   **3000**   n=3                  n=3                  n=3   n=3
  **3200**                   n=3        n=3                  n=3                  n=3   
  **3450**                   n=3        n=3                  n=3                  n=3   

###### 

Average isotherm diameters for all tests.

                                        **Manufacturer A**   **Manufacturer B**                
  ----------- ------------ ------------ -------------------- -------------------- ------------ ------------
  **F**       **3200**     **0°C**      35.9 ± 0.1           37.4 ± 0.9           26.7 ± 0.3   33.8 ± 1.3
  **-20°C**   22.4 ± 0.9   24.4 ± 0.7   12.8 ± 0.1           21.3 ± 0.8                        
  **-40°C**   15.7 ± 1.0   19.0 ± 1.8   6.3 ± 0.1            14.3 ± 0.7                        
  **F-T-F**   **3000**     **0°C**      45.6 ± 0.6           47.6 ± 2.4           34.0 ± 0.6   42.3 ± 0.7
  **-20°C**   27.5 ± 0.5   29.3 ± 2.6   15.1 ± 0.2           23.4 ± 0.8                        
  **-40°C**   18.7 ± 0.6   21.5 ± 2.4   7.8 ± 0.2            14.6 ± 0.2                        
  **3200**    **0°C**      48.0 ± 0.5   48.7 ± 0.2           36.8 ± 0.3           35.2 ± 0.2   
  **-20°C**   28.7 ± 0.5   29.5 ± 0.8   16.5 ± 0.4           21.6 ± 0.5                        
  **-40°C**   19.1 ± 0.9   21.6 ± 0.9   9.2 ± 0.2            14.7 ± 0.6                        
  **3450**    **0°C**      47.7 ± 0.4   50.9 ± 0.7           38.2 ± 0.4           45.8 ± 1.0   
  **-20°C**   27.6 ± 1.3   30.9 ± 0.6   19.3 ± 0.2           29.0 ± 0.7                        
  **-40°C**   19.1 ± 0.5   22.6 ± 0.6   11.3 ± 0.2           20.5 ± 0.5                        

###### 

Average isotherm heights for all tests.

                                        **Manufacturer A**   **Manufacturer B**                
  ----------- ------------ ------------ -------------------- -------------------- ------------ ------------
  **F**       **3200**     **0°C**      52.7 ± 0.3           53.9 ± 1.6           48.7 ± 0.3   50.8 ± 0.8
  **-20°C**   41.1 ± 0.1   42.1 ± 0.1   38.6 ± 0.2           40.0 ± 0.2                        
  **-40°C**   36.2 ± 0.8   37.2 ± 0.5   34.5 ± 0.3           34.4 ± 0.0                        
  **F-T-F**   **3000**     **0°C**      61.2 ± 0.4           62.1 ± 1.4           53.4 ± 0.6   57.2 ± 0.6
  **-20°C**   43.7 ± 0.5   44.6 ± 0.4   40.0 ± 0.4           40.9 ± 0.4                        
  **-40°C**   37.6 ± 1.2   38.3 ± 0.7   36.4 ± 0.5           35.0 ± 0.9                        
  **3200**    **0°C**      62.5 ± 0.6   60.1 ± 2.1           54.9 ± 0.8           52.1 ± 0.3   
  **-20°C**   46.1 ± 0.8   43.5 ± 0.9   41.1 ± 0.6           39.6 ± 0.1                        
  **-40°C**   39.4 ± 1.3   38.1 ± 0.5   36.7 ± 1.4           34.5 ± 0.8                        
  **3450**    **0°C**      63.6 ± 1.0   65.7 ± 0.4           56.0 ± 0.0           58.1 ± 0.7   
  **-20°C**   46.2 ± 0.7   48.8 ± 0.7   ^+^                  ^+^                               
  **-40°C**   40.3 ± 0.8   41.9 ± 0.2   ^+^                  ^+^                               

Isotherm height not measured.

###### 

Summary of p-values comparing isotherm sizes between manufacturers under identical operating conditions. Statistical significance (p ≤ 0.05) is indicated by an asterisk (\*).

  ------------------------------------------------------------------------------------------------------------------
  **Comparison**              **Process**   **Pressure \[psi\]**   **Isotherm \[°C\]**   **Diameter**   **Height**
  --------------------------- ------------- ---------------------- --------------------- -------------- ------------
  **Manufacturer A 1.7mm**\   **F**         **3200**               **0**                 \<0.0001\*     0.0009\*
  ***vs***.\                                                                                            
  **Manufacturer B 1.47mm**                                                                             

  **-20**                     \<0.0001\*    \<0.0001\*                                                  

  **-40**                     \<0.0001\*    0.0022\*                                                    

  **F-T-F**                   **3000**      **0**                  \<0.0001\*            \<0.0001\*     

  **-20**                     \<0.0001\*    \<0.0001\*                                                  

  **-40**                     \<0.0001\*    0.1279                                                      

  **3200**                    **0**         \<0.0001\*             \<0.0001\*                           

  **-20**                     \<0.0001\*    \<0.0001\*                                                  

  **-40**                     \<0.0001\*    0.0110\*                                                    

  **3450**                    **0**         \<0.0001\*             \<0.0001\*                           

  **-20**                     \<0.0001\*    \+                                                          

  **-40**                     \<0.0001\*    \+                                                          

  **Manufacturer A 2.4mm**\   **F**         **3200**               **0**                 \<0.0001\*     0.0038\*
  ***vs***.\                                                                                            
  **Manufacturer B 2.4mm**                                                                              

  **-20**                     0.0006\*      \<0.0001\*                                                  

  **-40**                     0.0006\*      \<0.0001\*                                                  

  **F-T-F**                   **3000**      **0**                  0.0010\*              \<0.0001\*     

  **-20**                     0.0008\*      \<0.0001\*                                                  

  **-40**                     0.0001\*      0.0016\*                                                    

  **3200**                    **0**         \<0.0001\*             \<0.0001\*                           

  **-20**                     \<0.0001\*    0.0001\*                                                    

  **-40**                     \<0.0001\*    0.0027\*                                                    

  **3450**                    **0**         \<0.0001\*             \<0.0001\*                           

  **-20**                     0.0178\*      \+                                                          

  **-40**                     0.0005\*      \+                                                          
  ------------------------------------------------------------------------------------------------------------------

\+ Data for Manufacturer B probes not available, no comparisons were possible.

###### 

Summary of p-values comparing isotherm sizes between single freeze (F) and multiple freeze (F-T-F) procedures at 3200 psi. Statistical significance (p ≤ 0.05) is indicated by an asterisk (\*).

  ----------------------------------------------------------------------------------------------------------------------------------
  **Comparison**                   **Manufacturer**   **Probe Size**     **Isotherm \[°C\]**   **Diameter**       **Height**
  -------------------------------- ------------------ ------------------ --------------------- ------------------ ------------------
  **Single Freeze (F)**\           **A**              **1.7mm**          0                     ***\<0.0001\****   ***\<0.0001\****
  ***vs***.\                                                                                                      
  **Freeze-thaw-freeze (F-T-F)**                                                                                  

  -20                              ***0.0005\****     ***0.0004\****                                              

  -40                              ***0.0125\****     ***0.0190\****                                              

  **2.4mm**                        0                  ***\<0.0001\****   ***0.0149\****                           

  -20                              ***0.0013\****     0.0635                                                      

  -40                              0.0893             0.0700                                                      

  **B**                            **1.47mm**         0                  ***\<0.0001\****      ***0.0003\****     

  -20                              ***\<0.0001\****   ***0.0018\****                                              

  -40                              ***\<0.0001\****   0.0501                                                      

  **2.4mm**                        0                  0.1324             0.0683                                   

  -20                              0.5592             ***0.0380\****                                              

  -40                              0.4109             0.7254                                                      
  ----------------------------------------------------------------------------------------------------------------------------------

###### 

Summary of p-values comparing isotherm sizes between operating pressures for each manufacturer probe type. Statistical significance (p ≤ 0.05) is indicated by an asterisk (\*).

                                                 **Manufacturer A**   **Manufacturer B**                                                                                                  
  ------------------------ --------------------- -------------------- -------------------- ------------------ ------------------ ------------------ ------------------ ------------------ ------------------
  **Comparison \[psi\]**   **Isotherm \[°C\]**   **Diameter**         **Height**           **Diameter**       **Height**         **Diameter**       **Height**         **Diameter**       **Height**
  **3000 *vs*. 3200**      **0**                 ***0.0008\****       0.066                0.3852             0.1432             ***0.0003\****     ***0.0158\****     ***\<0.0001\****   ***\<0.0001\****
  **-20**                  0.1152                0.0042               0.8619               0.0943             ***0.0005\****     \-                 ***0.0183\****     \-                 
  **-40**                  0.513                 0.0901               0.9582               0.6394             ***0.0002\****     \-                 0.7239             \-                 
  **3000 *vs*. 3450**      **0**                 ***0.0017\****       ***0.0053\****       ***0.0308\****     ***0.0231\****     ***\<0.0001\****   ***0.0014\****     ***0.0009\****     0.1002
  **-20**                  0.8892                0.0034               0.2424               ***0.0003\****     ***\<0.0001\****   \-                 ***\<0.0001\****   \-                 
  **-40**                  0.4483                ***0.0249\****       0.4298               ***0.0001\****     ***\<0.0001\****   \-                 ***\<0.0001\****   \-                 
  **3200 *vs*. 3450**      **0**                 0.4696               0.0906               0.1103             ***0.0033\****     ***0.0093\****     0.064              ***\<0.0001\****   ***\<0.0001\****
  **-20**                  0.1409                0.858                0.3075               ***\<0.0001\****   ***\<0.0001\****   \-                 ***\<0.0001\****   \-                 
  **-40**                  0.9115                0.3769               0.4586               ***\<0.0001\****   ***\<0.0001\****   \-                 ***\<0.0001\****   \-                 
